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ABSTRACT   
The LOFT mission concept is one of four candidates selected by ESA for the M3 launch opportunity as Medium Size 
missions of the Cosmic Vision programme. The launch window is currently planned for between 2022 and 2024. LOFT 
is designed to exploit the diagnostics of rapid X-ray flux and spectral variability that directly probe the motion of matter 
down to distances very close to black holes and neutron stars, as well as the physical state of ultradense matter. These 
primary science goals will be addressed by a payload composed of a Large Area Detector (LAD) and a Wide Field 
Monitor (WFM). The LAD is a collimated (<1 degree field of view) experiment operating in the energy range 2-50 keV, 
with a 10 m2 peak effective area and an energy resolution of 260 eV at 6 keV. The WFM will operate in the same energy 
range as the LAD, enabling simultaneous monitoring of a few-steradian wide field of view, with an angular resolution of 
<5 arcmin. The LAD and WFM experiments will allow us to investigate variability from submillisecond QPO’s to year-
long transient outbursts. In this paper we report the current status of the project.  
Keywords: X-ray timing, X-ray spectroscopy, X-ray imaging, compact objects 
1. INTRODUCTION  
The LOFT mission concept (Large Observatory For x-ray Timing, Feroci et al. 2011) was submitted on December 2010 
in response to the M3 call issued by the European Space Agency (ESA) within the framework of the Cosmic Vision 
2015-2025 programme. LOFT is designed to observe the rapid spectral and flux variability of X-rays emitted from 
regions close to the surface of neutron stars and the event horizons of black holes. The proposed measurements are 
efficient diagnostics of the behavior of matter in the presence of strong gravitational fields, where the effects predicted 
by General Relativity are largest, and the physics of matter at densities in excess of that in atomic nuclei, determining its 
equation of state and composition. This research addresses science theme 3 proposed in the ESA Cosmic Vision: “What 
are the fundamental physical laws of the Universe”. The LOFT mission was selected as one of 4 mission candidates for a 
single launch opportunity in the time frame 2022-2024. System aspects are currently being studied by ESA and its 
industrial contractors. The scientific payload is being studied by a consortium of European scientific institutes, including 
teams from the Czech Republic, Denmark, Finland, France, Germany, Italy, the Netherlands, Poland, Spain, Switzerland, 
and the United Kingdom, with support from international partners in Brazil, Japan and the United States. An even wider 
science support community (Figure 1 shows the current world-wide geographic distribution of the “LOFT community”) 
is contributing by providing scientific inputs to help focus and refine the science case and the scientific requirements. 
ESA currently plans to select one sole M3 mission candidate by the end of 2013. 
The scientific payload of the LOFT mission includes two experiments: the Large Area Detector (LAD, Zane et al. 2012) 
and the Wide Field Monitor (WFM, Brandt et al. 2012). The key feature of the LAD is its very large area, ∼20 times 
larger than any predecessor ever flown, combined with “CCD-class” energy resolution. The 1-deg collimated field of 
view LAD will be able to access ≥50% of the sky at any time, to observe the most interesting Galactic and extragalactic 
sources in their most interesting states. To guarantee this, LOFT is equipped with the WFM, which will monitor more 
than half of the LAD-accessible sky (approximately 1/3 of the whole sky) simultaneously at any time. The WFM 
operates in the same energy range as the LAD, providing information about source status (flux variability and energy 
  
 
 
spectrum), as well as arc-minute positioning. With such wide angle sky monitoring, the WFM will also provide long-
term histories of the target sources, serving to facilitate both the LAD observations and a series of wider science goals. 
In this paper we provide an overview of the LOFT mission, including the science drivers and goals, a short description of 
the payload and the mission profile. More detailed descriptions of the LAD and WFM instruments may be found in Zane 
et al. 2012 and Brandt et al. 2012, respectively.               
 
 
Figure 1. The geographic distribution of the LOFT Community. 
 
2. SCIENCE OBJECTIVES 
The main science drivers of the LOFT mission are the study of matter in ultradense environments and under strong 
gravitational fields. These two major themes are the main science objectives, driving the design of the mission. However, 
the high performance of LOFT makes it an ideal observatory for a wide range of celestial objects. In the following 
sections we summarize very briefly the main science objectives for these three “categories”: “equation of state”, “strong 
gravity”, and “observatory science”, listing the quantitative top-level science goals identified by the LOFT Science Study 
Team. A more extended discussion on these themes will be reported in forthcoming papers in preparation by the LOFT 
science working groups.        
2.1 Equation of state of ultradense matter  
One of the most important open questions in high energy astrophysics and nuclear physics is the relation between density 
and pressure of matter at densities larger than that of atomic nuclei, where quantum chromodynamics (QCD) and quark 
physics are poorly constrained. This high-density/low-temperature region of the QCD phase diagram is inaccessible to 
high-energy terrestrial experiments and can only be probed in neutron stars (NS). Many equation of state (EOS) models 
have been proposed over the years, which predict how the mass M and the radius R of NS are related. Recent accurate 
measurements of high NS masses in radio pulsars have provided significant constraints, but the issue of determining the 
equation of state – which requires both M and R - is still wide open.  
While more precision mass estimates are expected from highly accurate radio measurements, determination of NS radius 
or simultaneous measurements of M and R in the same object, are most likely to come from X-ray observations. A 10 m2 
-class observatory offers different independent tools to achieve this goal. Of these, modeling of pulse profiles is probably 
the most promising. The shape of the coherent pulsed signal in accreting millisecond pulsars and during thermonuclear 
bursts encodes effects related to M/R, as the photons propagate through curved space-time. Modeling of these distortions 
(Doppler boosting, time dilation, gravitational light bending and frame dragging), enabled by high statistics, will provide 
accurate measurements of M and R. The large collecting area will also enable use of complementary techniques 
  
 
 
exploiting continuum spectral modeling in photospheric radius expansion bursts, global seismic oscillations during 
intermediate flares of magnetars (detected serendipitously from outside the field of view), and a more complete NS spin 
distribution. 
The key LOFT requirements with respect to determining the dense matter EOS have been quantified as 3 top-level 
science goals:  
EOS1 Constrain the Equation of State of supranuclear-density matter by the measurement, using three complementary 
types of pulsations, of mass and radius of at least 4 NS with an instrumental accuracy of 4% in mass and 3% in radius.  
 
EOS2 Provide an independent constraint on the EoS by filling out the accreting NS spin distribution through discovering 
coherent pulsations down to an amplitude of about 0.4% (2%) rms for a 100 mCrab (10 mCrab) source in a time interval 
of 100 s, and oscillations during type I bursts down to typical amplitudes of 1% (2.5%) rms in the burst tail (rise) among 
35 NS covering a range of luminosities, inclinations and binary orbital phases.  
 
EOS3 Probe the interior structure of isolated NS by observing seismic oscillations in Soft Gamma-ray Repeater 
intermediate flares with flux ~1000 Crab through high energy photons (> 20 keV). 
 
2.2 Behavior of matter under strong gravity  
The other main science driver for LOFT is the study of the behavior of matter in the presence of strong gravitational 
fields (strong-field gravity, SFG). General Relativity (GR) has been probed and proven to a high degree of accuracy only 
in the weak-field regime, for gravitational radii rg ∼105-106. X-rays emitted from the innermost regions (a few rg) around 
compact objects (neutron stars and black holes) originate from matter experiencing a strong gravitational potential and 
provide the best tools to explore the physics in such extreme conditions, testing the predictions of GR where they are 
expected to produce macroscopic effects. LOFT will be able to approach this science goal from different angles, using 
both its large area and its high spectral resolution. Black holes and neutron stars display quasi-periodic oscillations 
(QPOs) in their X-ray flux arising from the millisecond dynamical timescales of the inner accretion flows. The 
interpretation of such high frequency QPOs necessarily involves fundamental frequencies of the motion of matter 
orbiting in disk regions dominated by the gravitational field. Examples of such interpretations are the competing models 
attributing high frequency QPOs to relativistic radial and vertical epicyclic frequencies versus those predicting them to 
arise from relativistic nodal and periastron precession. The LOFT measurements will discriminate between such models 
and directly access so far untested GR effects, such as frame-dragging, strong-field periastron precession, and the 
existence of an innermost stable orbit around black holes.     
LOFT will open a new era in the field of X-ray timing, providing access to information that is qualitatively new, due to 
its capability to measure dynamical timescale phenomena on their coherence time:  previously we have been able to 
study only time-averaged behavior.  One beautiful example serves to illustrate LOFT’s technical capabilities.  By 
combining large area with good spectral energy resolution, low frequency (e.g. ∼30 Hz) QPOs will be detected in 
neutron star binaries at such high statistical accuracy to allow true phase-resolved spectroscopy, as for a coherent signal. 
The observation of the variable Fe K line profile at different phases will permit detection of the expected features of 
Lense-Thirring precession of the inner disk at ∼rg, providing a measurement of the inclination of the varying ring.  
The variability of the Fe K line profile is also a tool to measure mass and spin of black-holes. This is possible using both 
Galactic and extragalactic black holes, but is best done using Active Galactic Nuclei, where the longer dynamical 
timescales compensate for their dimmer flux, providing better counting statistics per dynamical timescale. Reverberation 
mapping measurements in a few tens of bright AGN are expected to provide significant constraints on the mass and spin 
of their supermassive black holes. 
The key LOFT requirements with respect to SFG have been quantified as 5 top-level science goals:  
SFG1 Detect strong-field GR effects by measuring epicyclic motion in high frequency QPOs from at least 3 black hole 
X-ray binaries.  
 
SFG2 Detect disk precession due to relativistic frame dragging with the Fe line variations in low frequency QPOs for 10 
NSs and 5 BHs. 
 
  
 
 
SFG3 Detect kHz QPOs at their coherence time, measure the waveforms and quantify the distortions due to strong-field 
GR for at least 10 NSs covering different inclinations and luminosities.  
 
SFG4 Measure the Fe-line profile and carry out reverberation mapping of 5 BHs in binaries to provide BH spins to an 
accuracy of 5% of the maximum spin (a/M=1), constraining fundamental properties of stellar mass black holes and of 
accretion flows in strong field gravity.  
 
SFG5 Measure the Fe-line profile of 30 AGNs, and carry out reverberation mapping of the 8 AGNs most suitable for the 
latter purpose, to provide BH spins to an accuracy of 20% of the maximum spin (10% for fast spins) and measure their 
masses with 30% accuracy, constraining fundamental properties of supermassive black holes and of accretion flows in 
strong field gravity.  
 
The LOFT Science Study Team has translated the top-level goals EOS 1-3 and SFG 1-5 into a sequence of realistic 
observations that will enable us to meet the science requirement. Table 1 shows the list of targets, by class and category, 
identifying the number of targets, whether the observation can be planned in advance or must be a Target of Opportunity 
(ToO), the anticipated number of pointings and the total observing time necessary to reach the required science goal. 
ToOs can of course only be predicted on probabilistic grounds. On the basis of the known statistics, the plan given in 
Table 1 ensures a 99% chance of detecting high frequency QPOs in at least one Black-Hole transient, and a 94% of 
detecting them in two.  
 
 
Table 1.  The preliminary breakdown of the LOFT observing program necessary to satisfy the Core Science requirements. A 
nominal 4-year mission lifetime is assumed as a baseline. The total amount of observing time required by the Core 
Science is 21 Ms, corresponding to 40% of the total available observing time. A significant fraction of this time (in 
addition to the remaining 60%) will be part of the Guest Observer Program.   
Source Type ToO Number of 
Sources 
Number of 
Pointings 
Total Time 
(ks) 
Science Goal 
BH transient outburst Yes 4 800 2400 SFG 1,2, 4 
Persistent BH No 2 400 1600 SFG 1, 2, 4 
AGN No 30 50 8000 SFG 5 
msec pulsar outburst  Yes 3 250 1000 EOS 1, SFG 2, 3 
NS transient bright outburst Yes 3 250 1800 EOS 1, 2, SFG 3 
Persistent bright NS No 12 350 4800 EOS 1, 2, SFG 2, 3 
NS transient weak outbursts Yes 6 6 120 EOS 2 
Persistent weak NS No 14 14 280 EOS 2 
Bursters Yes 10 40 1000 EOS 2 
 
 
2.3 LOFT as a general observatory  
The EOS and SFG areas are the primary LOFT science drivers, meaning that they set the tightest requirements on the 
main instrumental properties, such as the effective area or spectral resolution. Clearly, an instrument like the LAD – with 
CCD-class energy resolution over a wide band, combined with 10 m2 effective area – or the WFM – with soft X-ray 
bandpass, ∼300 eV energy resolution and arcmin imaging simultaneously over ∼3-4 steradians – will dramatically 
change the observational scenario for a wide range of both Galactic and extragalactic sources. Time variability and 
spectroscopy will become accessible with the LAD on as yet unexplored timescales, while the WFM will provide 
spectral information on unpredictable flares and bursts from Galactic sources as well as cosmic gamma-ray bursts. An 
  
 
 
overview of the entire potential discovery space of LOFT as a general observatory is impossible here, but below we give 
a few examples.  
X-ray binaries are amongst the most “obvious” targets for LOFT, with a outstanding range of science questions that 
might be addressed. Periodicities and period evolution will be detected at unprecedentedly low amplitude levels. 
Transient periodicities (such as the intermittent pulsations detected in Aql X-1) will be searched for and most likely 
detected from several candidates. The enormous counting statistics offered by the LAD will allow detailed studies of the 
physics and geometry of accretion onto magnetized objects. The WFM will provide long-term histories for these studies 
but will also be able to trigger early LAD observations of outbursts of jet sources. With the advent of high time 
resolution optical and infrared instruments on large telescopes, multi-wavelength studies will provide information on jet 
speeds even in those cases in which the jet is not spatially resolved. 
Whilst the WFM will offer long-term flux and spectral monitoring of the bright AGNs, LAD pointed observations of the 
highly variable blazars will be able to provide measurements of their flux and spectral variability down to timescales of 
seconds, as yet unexplored in X-rays. Meanwhile continuum spectra, as well as Fe K features, in ∼mCrab-AGNs will be 
studied with high accuracy up to 30 keV, with good sensitivity to the Compton reflection component. 
The properties of the WFM – energy range, energy resolution and field of view – make it ideal for the detection, 
localization and measurement of the prompt emission in gamma-ray bursts. More than a hundred events per year are 
anticipated in the WFM field of view. The sensitivity to soft X-rays, combined with good spectral resolution, will prove 
crucial to confirm (or refute) the transient absorption edge features in the prompt emission (which if detected would 
provide independent distance estimates). The high-significance study of the time-dependent continuum energy spectrum 
will not only enable us to put important constraints on the physics of the prompt GRB emission but also carry 
information on the circumburst environment and thus on the progenitors. Last but not the least, the soft X-ray bandpass 
is essential to permit studies of soft gamma-ray bursts, significantly increasing the detection rate of high-redshift events.   
The LOFT mission and instrumentation are conceived so that the well-focused breakthrough science expected in the 
fields of the physics of ultradense matter and strong gravity can be achieved with high flexibility and versatility that 
exploit to best advantage the large potential of a unique combination of effective area and energy resolution, supported 
by a high performance wide field monitor.  Table 2 summarizes the basic mission requirements necessary to satisfy the 
core science requirements. In the next sections we provide a description of the payload instruments and mission 
characteristics.                  
 
 
Table 2.  The LOFT mission requirements. 
Parameter Value 
Net observing time for core 
science 
20.2 Ms 
Additional open observing time >20 Ms 
Mission duration 4 years 
Accessible sky fraction (LAD) >50% 
Orbit LEO, <600 km, <5° 
ToO (following alert of SOC) <12 hrs working hours 
<24 hrs otherwise 
Slews per orbit 2 
Data transfer 6.7 Gbit/orbit 
  
 
 
3. SCIENTIFIC PAYLOAD 
The science objectives briefly summarized in the previous section and quantified in the scientific requirements as EOS 
and SFG will be addressed by a scientific payload composed of the LAD and WFM instruments. Figure 2 shows a 
pictorial view of the LOFT satellite, in the configuration currently being studied by the LOFT Consortium. The six LAD 
panels are deployed, and the five units of the WFM are sitting on the optical bench. Compared to the original LOFT 
proposal (Feroci et al. 2011), the first ∼year of study of the mission, including the focused assessment by the Concurrent 
Design Facility of ESA, has not changed the general configuration of the mission and payload.  The only exception is the 
WFM design, which has evolved to cover a much larger field of view, going from 2 to 5 offset units.   
 
Figure 2. A pictorial view of the LOFT mission currently being studied by the LOFT Consortium, showing the deployed 
LAD panels, including the detector modules, as well as the 10 cameras comprising the 5 units of the WFM. The structure of 
21 Modules in each Panel is shown, although the individual detector tiles are not visible. A structural tower supports the 
optical bench, with the service module supporting the solar panel array. 
 
3.1 The Large Area Detector 
The LAD is the prime instrument onboard LOFT. Driving its performance are the effective area and the energy 
resolution. The LAD has a geometric area as large as 15 m2, achieving a peak effective area of 10 m2 while offering an 
energy resolution (FWHM) better than 260 eV @ 6 keV. The large area of the LAD is made affordable within the 
context of the resource budgets of a medium-class mission by its two technology drivers - the large area Silicon drift 
detectors (SDDs) and the capillary plate collimators – enabling a very high effective area per unit mass/volume/power. 
The overall budgets of the LOFT are not so different from those of the Rossi X-ray Timing Explorer (Jahoda et al. 2006), 
but the effective area of the LAD is approximately 20 times larger than that of the Proportional Counter Array. 
The large-area SDDs were originally developed (Vacchi et al. 1991, Rashevski et al. 2002) for particle tracking in the 
Inner Tracking System of the ALICE experiment at the Large Hadron Collider at CERN: 1.5 m2 of SDDs in ALICE have 
been operating successfully since 2008. In that context, they are monolithic Silicon detectors with ∼50 cm2 effective 
area, read-out by two series of anodes. In the LOFT/LAD application, the SDDs are 450 µm thick, have an active area of 
  
 
 
76 cm2 each, read-out by two rows of anodes with a pitch of 970 µm. The drift channel is 35 mm long, resulting in an 
area of 0.3 cm2 per read-out channel. The working principle of such detectors, described in detail in Zampa et al. 2011, is 
as follows: an X-ray photon is photo-electrically absorbed in the Silicon bulk, locally generating a charge cloud. An 
electric field, sustained by a voltage drop of ∼1300V from the median plane of the Silicon tile to each of the edges 
hosting the anode rows, makes the electrons to drift from the absorption point to the anodes. While drifting, the diffusion 
causes the charge cloud to widen, up to ∼1 mm for photons absorbed near the middle plane of the detectors, 35 mm away 
from the anodes. This implies that the total charge may be collected by either 1 or 2 anodes, depending on the impact 
point of the photon (both in the drift direction as well as in the anode direction). In the LAD configuration, 
approximately 45% of the events are collected by a single anode, while 55% are collected by two anodes: we classify 
them as singles or doubles, according to their multiplicity. As the signal-to-noise is related to the performance of each 
read-out anode, single events confront a √2 smaller noise than double events. For this reason, a fraction of 45% of the 
LAD area offers an energy resolution higher than the total events. In the LAD read-out architecture, this information is 
identified and preserved, enabling spectral studies with higher performance at the cost of ∼half the effective area. The 
time tagging of the individual event is done at the time of its discrimination at the anode preamplifier. This implies an 
uncertainty related to the drift time, depending on the impact point. The maximum uncertainty is ∼7 µs, for events that 
drift along the whole channel.  
The other key technology is the capillary-plate collimator. This is actually not new, as similar devices have already been 
used by the MEDA and GSPC onboard the EXOSAT mission and it are currently baselined for the MIXS experiment 
onboard the ESA BepiColombo mission (Fraser et al. 2010). In the LOFT application, they adopt the manufacturing 
technology of the micro-channel plates: a thin disk of lead glass with millions of micro-pores. The Pb content in the glass 
offers enough stopping power to X-rays, making it suitable as collimator for soft X-rays. The LOFT LAD configuration 
envisages square pores with 100 µm opening and 20 µm walls, compliant with the requirement of <1% transparency at 
30 keV. The plate thickness is 6 mm, reaching the aspect ratio of 60:1 corresponding to a field of view of 1 degree 
FWHM. The open area ratio is 70% and the size of each collimator tile is such to cover a whole SDD, approximately 70 
mm x 110 mm. While offering a very compact and light collimator system, the stopping power of capillary plates 
becomes relatively poor to hard X-rays (above ∼30-40 keV). For this reason, the anticipated background of the LAD is 
dominated by the counts induced by hard X-ray photons in the Cosmic X-ray Background, as well as those from the 
Earth albedo. A detailed analysis of the LAD background sources, together with Monte Carlo estimates, is reported in 
Campana et al. (2012).   
Both the detector and the collimator components in the LAD are individual tiles, ∼80 cm2 in area. The LAD is then 
intrinsically modular (and thus redundant). As it shown in Figure 2, the overall instrument is organized in 6 Detector 
Panels, each one hosting 21 Detector Modules, in turn composed of 16 SDDs and collimator tiles. Each Module is 
equipped with its own Module Back End Electronics (MBEE) interfacing the Front End Electronics (FEE) of the 16 
detectors. The MBEE is in charge of providing regulated power and digital commands, as well as handling the data I/O. 
The 21 MBEEs of each panel are interfaced by a Panel Back End Electronics (PBEE), in turn connected with the single 
LAD Data Handling Unit (DHU). A detailed description of the LAD digital electronics and its architecture is given in 
Suchy et al. (2012). 
The basic unit of the LAD is the Module. This is organized in a mechanical frame providing assembly and alignment 
interface to the 16 detectors and to the relevant MBEE. Each detector is composed of a SDD equipped with its own FEE 
in a sandwich architecture. The other main component of a Module is the collimator frame. Similar to the detectors, each 
of the 16 collimator tiles is interfaced and aligned to a common mechanical support, forming a single overall grid-like 
structure. The detector and collimator trays are then integrated and aligned, forming a complete Module. It is worth 
noticing that the field of view of the LAD instrument is given by the collimators (not the SDDs) and for this reason these 
are the systems requiring a careful alignment. It is planned to achieve this goal through an isostatic mount of each 
Module in the relevant Panel structure, a technique able to provide arcsecond alignment accuracies. Additional details on 
the LAD mechanical layout may be found in Zane et al. (2012).  
The overall LAD is thus composed of 126 Modules, for a total surface of 18 m2, including 15 m2 of Silicon detectors. 
Each of the Modules is electrically independent, although commanded through a common PBEE with the other Modules 
in the same panel. The total effective area of the LAD as a function of energy is shown in Figure 3, which accounts for 
all the factors reducing exposed detector area, from the blocking of the collimator to the electrodes on the surface of the 
Silicon detector. At launch, the 6 LAD panels are stowed around the support tower to fit the rocket fairing.            
  
 
 
The use of a highly segmented detector means that although the LAD will collect ∼240000 cts/s while observing the 
Crab, each read-out channel (which has an area of 0.3 cm2) will only detect a few counts/s, making pile-up completely 
negligible. In principle, exploiting the same segmentation could also render dead-time completely negligible. In practice, 
this would require an independent handling of each channel in the read-out ASICs, increasing complexity. As a trade-off, 
we identified half of an SDD tile (114 channels) as the common read-out unit, driving the dead-time. With such a 
configuration, the dead-time during the observation of a source with a flux of 1 Crab is ∼0.7%. Figure 4 is a flow 
diagram where count and data rates are shown at each step, from the detector, through the MBEE, the PBEE and the 
DHU, highlighting the advantages of the LAD segmentation.     
In Table 3 we summarize the main scientific requirements of the LAD.  
 
 
Figure 3. The effective area of the LAD as a function of energy, compared to previous and planned large-area X-ray 
missions. The response is shown down to 1 keV, although the baseline low energy discrimination threshold is currently set 
at 2 keV (studies are in progress to push the low energy response). 
 
 
 
 
  
 
 
 
Figure 4. The LAD data flow, from the individual detectors (far right), through the MBEE, to the PBEE up to the DHU (far 
left), for two cases of source intensity: 0.5 and 15 Crab. 
 
Table 3.  The main scientific requirements of the LAD. 
Parameter Value 
Effective Area  4 m2 @ 2 keV 
8 m2 @ 5 keV 
10 m2 @ 8 keV 
1 m2 @ 30 keV 
Energy Range 2-30 keV primary 
30-80 keV extended 
Energy Resolution FWHM 260 eV @ 6 keV 
200 eV @ 6 keV (45% of area) 
Collimated Field of View 1 degree FWHM 
Time Resolution 10 micro-second 
Absolute Time Accuracy 1 micro-second 
Dead Time <1% @ 1 Crab 
Background <10 mCrab (<1% systematic) 
Max Flux 500 mCrab full event info 
15 Crab binned mode 
 
 
3.2 The Wide Field Monitor 
The WFM is based on the classical coded mask imaging technique. The specific LOFT design is an evolution of the 
design adopted in the SuperAGILE experiment (Feroci et al. 2007), with a noticeable improvement provided by the low 
energy threshold, better energy resolution and the (asymmetric) 2D imaging capabilities of the SDDs. In fact, as 
discussed in detail in Campana et al. (2011), the same SDDs used in the LAD can be used for imaging purposes in the 
  
 
 
WFM, by adopting a proper anode pitch (145 µm). With the same “1D” read-out electronics as the LAD, the WFM 
SDDs are able to localize the photon impact point with an accuracy as high as ∼70 µm in the anode direction (by charge 
barycentering) and a ∼3-8 mm, energy dependent, in the drift direction. The latter is achieved “for free” (that is, without 
any additional read-out) by measuring the width of the charge cloud reaching the anodes: the farer is the absorption point 
along the drift channel, the wider is the charge distribution at the anodes, as due to diffusion. A detailed discussion and 
analysis of the imaging properties of the SDDs for LOFT/WFM may be found in Evangelista et al. (2012). Indeed, the 
choice of a finer anode pitch is optimized to the best sampling of the charge distribution for the event position 
reconstruction. Combining these detectors with a proper, asymmetric coded mask at a distance of ∼20 cm and a 
collimator blocking the diffuse X-ray background, the resulting camera is sensitive in the 2-50 keV1, with an angular 
resolution of ∼4 arcminute in the fine direction and ∼5° in the coarse direction. For an optimal imaging of sources, two 
identical cameras, observing the same region of the sky but with the fine imaging direction rotated by 90°, form each 
individual WFM Unit. By combining the response of the two Cameras, a 2D angular resolution of 4’x4’ is achieved, 
while keeping a strong redundancy in case of failure of one Camera (although with coarse resolution in one direction). 
The imaging properties of this system are extensively discussed in Donnarumma et al. (2012). The WFM detectors are 
the same as the LAD and as such they have similar intrinsic energy resolution. However, the choice of a finer pitch for 
imaging optimization implies the detection of the same charge with a larger number of anodes and therefore with a 
higher read-out noise. The resulting energy resolution is about 300 eV FWHM @ 6 keV (end of life, at the WFM 
operating temperature).  
The main science requirement for the WFM experiment is to monitor and image the sky accessible to the LAD, to trigger 
its observations of the most interesting source states. In coded mask experiments, the sensitivity is driven by the aperture 
background and vignetting factors for large off-axis angles. Large regions of the sky are then better monitored by a set of 
smaller units. This is indeed the strategy adopted by the WFM, which covers simultaneously more than 50% of the sky 
accessible to the LAD with a set of 5 Units in off-set, each one composed of 2 Cameras, as shown in Figure 2. To 
optimize WFM sensitivity to weak sources, the open fraction of the coded masks has been chosen to be 25%. The 
resulting sky-projected WFM area is shown graphically in Figure 5. 
 
 
Figure 5. The projected effective area of the full WFM experiment, in Galactic coordinates. 
 
Due to its large field of view, energy bandpass and imaging properties, the WFM is anticipated to detect and localize a 
large number of gamma-ray bursts and other fast transients every year. One of the 5 units is oriented in the anti-Sun 
direction, where the detected transients can be more easily followed-up by ground-based optical telescopes. To assist this 
                                                
1
 The extended energy range 50-80 keV is for the purpose of LAD-background monitoring, not for the standard WFM 
science operation which is limited to 50 keV.  
  
 
 
type of observation, the onboard data processing envisages a triggering and imaging system to calculate the coordinates 
of the transient event in nearly real-time and distribute them world-wide through a VHF transmission system. In fact, due 
to telemetry limitations, the WFM will normally work by integrating detector images onboard every 5 minutes 
(integration time is programmable), in different energy bands. For short-duration events, the onboard triggering system 
will enable event-by-event data storage into the mass memory, for an approximate duration of 300 seconds. The 
maximum sustainable rate of triggers is one per orbit, thus allowing a large number of type I X-ray bursts to be detected 
as well. The WFM will be allowed to use the telemetry bandwidth left available from the LAD and will also transmit full 
event information for (part of) the WFM outside triggering events.           
An extensive description of the WFM experiment may be found in Brandt et al. 2012. The main scientific requirements 
are summarized in Table 4.  
 
Table 4.  The main scientific requirements of the WFM. 
Parameter Value 
Energy Range 2-50 keV primary 
50-80 keV extended 
Active Detector Area 1820 cm2 
Energy Resolution FWHM 300 eV @ 6 keV 
Field of View (Zero Response) 180°x90° + 90°x90° 
Angular Resolution 5’ x 5’ 
Point Source Location 
Accuracy (10-σ) 
1’ x 1’ 
Sensitivity (5-σ, on-axis) 
Galactic Center, 3s 
Galactic Center, 1 day 
 
270 mCrab 
2.1 mCrab 
Standard Mode 5-min energy resolved images 
Trigger Mode Event-by-event (10µs resolution) 
Real-time downlink of transient 
coordinates 
 
 
4. MISSION FEATURES 
The unprecedentedly large area of the LAD drives the design of the LOFT mission. As we have shown, the deployment 
in space of ∼18 m2 overall surface has been solved by using a set of 6 panels (the number of panels is not a requirement, 
and is open for optimization). In the preliminary design included in the original M3 proposal, satellite mass estimates 
were compatible with the small-class VEGA launcher. Later studies by the CDF Team at ESA ended up with a mass 
estimate (including all margins) of 2200 kg, already marginal (by ∼10%) for the current estimate of the VEGA injection 
capabilities into a low-Earth equatorial orbit (in turn reduced with respect to the relevant User Manual, as a margin for 
the current stage of the VEGA development). In addition, the uncontrolled re-entry risk was estimated as being above 
threshold, requiring the addition of a re-entry control engine, and further increasing the mass budget to above 2400 kg.  
The overall conclusion of the preliminary ESA CDF study was that to maintain compatibility with VEGA the LAD area 
should be reduced by at least 25%. This was considered to be unacceptable by the LOFT Study Science Team, leading us 
to switch to the medium-class Soyuz launcher.  
  
 
 
The use of a Soyuz for LOFT offers a large margin in volume and a huge margin in mass. For this reason, the cost 
increase for a more powerful launcher can be partially recovered by a significant de-risking on the satellite design, which 
in some cases could use off-the-shelf items.  A further advantage of the margins provided by the Soyuz lies in the choice 
of the orbit. The major challenge for end-of-life spectral performance of the SDDs is radiation damage induced by the 
trapped protons in the South-Atlantic Anomaly. This is smaller at lower inclinations and altitudes. Low altitudes require 
periodic orbit up-lifting due to atmospheric dragging, then a dedicated engine and fuel. Low inclinations require 
correction at the launch phase (the launch base, Kourou, has a declination of ∼5°), then additional fuel. Both of these 
orbital optimizations would have been unavailable with a VEGA launcher. The availability of a low-inclination (<2°), 
low-altitude (∼550 km) orbit is also very favorable from the point of view of the particle-induced instrumental 
background, although this is not the dominant component in the LAD.  
The attitude and orbit control system (AOCS) for LOFT is requested to be 3-axis stabilized. However, the huge counting 
statistics provided by LOFT on bright sources will require an accurate control on the possible systematic uncertainties 
introduced by the LAD response stability, as due to the AOCS or other sources of instability (e.g., thermal). This issue 
has been studied in detail by the LOFT Science Team in order to generate a sensible and focused requirement for the 
system. The requirement was studied as a function of the frequency, taking into account the expected astrophysical 
signal in each frequency range, as well as the discovery space open by the LAD counting statistics. The result is a 
requirement (rms) going from 2% stability (per decade) below 0.01 Hz, to 0.2% in 0.01-1 Hz, to 0.02% (per octave) in 1 
Hz – 1 kHz. The approach to meeting such a requirement is to combine the angular response of the collimator (ideally 
triangular, but in practice smoothed by the element-to-element misalignment) with the AOCS parameters: the absolute 
pointing error should be such that (∼arcminute) the source is always in the most flat, central part of the LAD field of 
view, whereas the relative pointing error should be small enough (a few to 15 arcseconds, depending on frequency) that 
the target source “samples” a region of the LAD response varying less than the required amplitude stability, for the given 
frequency range. It is important to note that such requirements do not directly apply to the AOCS parameter, since the 
attitude control frequencies will be significantly smoothed by the satellite structure, before being transferred to the LAD 
panels.  
In Section 2 we have outlined the driving science objectives of the LOFT mission. The total observing time needed to 
satisfy all the top-level science goals amounts to 40% of the anticipated net observing time in 4 years.  However the 
duration of the mission is driven not by the integrated observing time, but rather by the probability of detecting the most 
interesting events, such as the outburst of a black-hole transient. This means that a total of 30 Ms of observing time is 
available to exploit LOFT’s capabilities as a general observatory. The Observatory Science Working Group of the LOFT 
Consortium is currently studying the best science cases, to make sure that the instrumental and mission parameters are 
compatible. As an example, this led to inclusion of the onboard (and on-ground) system for a rapid dissemination of the 
coordinates of gamma-ray bursts and transients. 
In terms of enhancing LOFT’s performance and flexibility, the team is working on two main items: increasing the LAD 
Field of Regard (FoR, the fraction of the sky accessible at any time, while satisfying all the requirements) and optimizing 
the background level and control. Extending the FoR beyond the required 50% implies the ability to control the LAD 
temperature over a wider range of Sun aspect angles. By design, the LAD uses a passive cooling system. The SDDs must 
operate at low temperature (below ∼ -15 °C) to guarantee spectral performance at the end of life (after 4 years of 
radiation damage). The challenge when increasing the FoR is to maintain the operating temperature within the 
requirement, while exposing the detectors to widely different orientations to the Sun. Preliminary analysis by the ESA 
CDF Team shows that the extension of the FoR into the anti-Sun direction has the highest probability of being feasible 
(and this is another reason to orient the 5th WFM unit in the anti-Sun region). The work is still in progress. However, for 
some science objectives the full energy resolution is not a main requirement, as they do not deal with narrow spectral 
features. For these cases an additional requirement has been generated for the satellite to be able to point outside of the 
FoR while accepting a controlled degree of degradation of the spectral performance (typically a factor 1.5 worse than the 
requirement) due to increased temperature. This will allow us to extend significantly the flexibility of the mission, 
especially for ToOs. Anticipated ToOs related to the top-level science goals do not require fast repointing (1-2 hours or 
less) of the LAD but can be processed with reaction times of the order of several hours to 1-2 days. For this reason, the 
ToO reaction time requirement to the LOFT ground segment is 12 hours during working hours and 24 hours otherwise. 
These times actually correspond to requirements, although usually the type of ground segment foreseen for LOFT would 
react much more quickly.   
  
 
 
As discussed, the use of a capillary plate collimator for the LAD is one of the two enabling technologies necessary to 
achieve 10 m2 of effective area, but at the price of a background that is higher than previous missions (a few mCrab at 2 
keV to 10 mCrab at 10 keV). Design optimizations are being studied to minimize the background level. However, for 
most if not all the science observations the real limit is not the absolute level of background, rather knowledge of its level 
and the systematic uncertainty after its subtraction. In this respect, the nature of the LAD background is far more 
favorable than previous missions. The LAD background is dominated (>90%) by the counts induced by the hard X-ray 
photons of the cosmic X-ray background and Earth albedo “leaking” through the collimator. Both sources are stable in 
time and they are expected not to induce any background variability. However, the position and orientation of the LAD 
experiment in this stable “radiation environment” (CXB for 70% of the solid angle and Earth albedo for 30%) varies 
along the orbit and with the attitude. As the two photon sources have different intensity and spectra, the relative 
movement of the LAD in their environment is detected as a variation. We simulated this effect and found that the 
maximum anticipated variation is ∼20%. This should be compared to variability by a factor ∼2-3 for experiments 
dominated by particle-induced background. The LAD background variability is therefore low-amplitude and low-
frequency (orbit) and highly predictable being due to geometric effects only. To improve further on this, the LAD will 
include a sub-set of detectors equipped with a “blocked” version of the collimator, with exactly the same stopping power 
as the standard LAD collimator, but without apertures. These “background detectors” will detect counts from all 
background sources except for the aperture background and point sources in the FoV. The rates measured from the 
blocked detectors can then be used as continuous benchmarks to the background modeling. Devoting one Module to this 
task (or the equivalent 16 detectors in different Modules) the available counting statistics will enable fitting an orbital 
modulation with an accuracy of 0.3% per orbit and better on longer timescales. Together with the analytic modeling, this 
is expected to provide a systematic uncertainty on the background subtraction better than 0.5%.  
The huge throughput of the LOFT mission requires a very efficient telemetry downlink system. The baseline is to use 2 
ground stations (Kourou and Malindi) in the X band. The available data transfer per orbit is >7 Gbits. This matches the 
requirement of transmitting full event information for sources with intensity up to 0.5 Crab. For transient bright events 
(e.g., flaring) the excess telemetry will be stored onboard and gradually transmitted in the successive orbits. For sources 
with persistent intensity brighter than 0.5 Crab, the observing plan will optimize the observation of bright and dim 
sources (e.g., AGNs) to allow for the onboard storage and late transmission of the excess telemetry. In the most extreme 
cases, binned modes are planned, optimized to the specific science goals (i.e., privileging either time or spectral 
resolution), similar to the strategy successfully adopted by RXTE/PCA.       
5. CONCLUSIONS 
The Assessment Study of the LOFT ESA M3 mission candidate is being carried out by a consortium of European 
institutes for the payload instrumentation, and by the ESA Study Team and its industrial contractors for the spacecraft 
and system aspects. The ongoing study has so far confirmed the feasibility of the mission within the programmatic 
constraints of the ESA M3 call, with the same mission profile identified in the original proposal. The only significant 
changes are in an evolution of the Wide Field Monitor to a larger instrument with higher performance, and the switch 
from a VEGA baseline launcher to a Soyuz. On the payload side, all study and technology development activities are in 
place to meet the requirement of reaching a technology readiness level ≥5 by the end of 2014. A recent decision by ESA 
plans an extension of the assessment study until the completion of a full phase A by the end of 2013, when a down-
selection to a single M3 mission will be carried out by the ESA Advisory Structure. The current ESA M3 baseline 
envisages a launch opportunity in 2022-24. 
ACKNOWLEDGEMENTS 
The LOFT Consortium is grateful to the ESA Study Team and CDF Team for their professional and effective support to 
the study of the mission. 
The Italian team is grateful for support by ASI (under contract I/021/12/0-186/12), INAF and INFN. The work of the 
MSSL and Leicester groups is supported by the UK Space Agency. The work of SRON is funded by the Dutch national 
science foundation (NWO). The work of the group at the University of Geneva is supported by the Swiss Space Office. 
The work of IAAT on LOFT is supported by the Germany’s national research center for aeronautics and space DRL. The 
  
 
 
work of the IRAP group is supported by the French Space Agency. LOFT work at ECAP is supported by DLR under 
grant number 50 00 1111.  
REFERENCES 
[1] M. Feroci et al., “The Large Observatory for X-ray Timing (LOFT),” Experimental Astronomy, pp. 1-30. 
Article in Press (2011). 
[2] S. Zane et al., this volume (2012). 
[3] S. Brandt et al., this volume (2012). 
[4] K. Jahoda et al., “Calibration of the Rossi X-ray Timing Explorer Proportional Counter Array,” ApJS, 163, pp. 
401-423 (2006).  
[5] A. Vacchi et al., “Performance of the UA6 large-area silicon drift chamber prototype,” Nuclear Inst. and 
Methods in Physics Research A, 306, pp. 187-193 (1991). 
[6] A. Rashevski et al., “Large Area Silicon Drift Detector for the Alice Experiment,” Nuclear Inst. and Methods in 
Physics Research A, 485, pp.54-60 (2002). 
[7] G. Zampa et al., “Room-temperature spectroscopic performance of a very-large area silicon drift detector,” 
Nuclear Inst. and Methods in Physics Research A, 633, pp. 15-21 (2011).  
[8] G.W. Fraser et al., “The mercury imaging X-ray spectrometer (MIXS) on BepiColombo” , Planetary and Space 
Science, 58, pp. 79-95 (2010).  
[9] R. Campana, et al., this volume (2012). 
[10]  S. Suchy et al., this volume (2012). 
[11]  M. Feroci et al. “SuperAGILE: The hard X-ray imager for the AGILE space mission”, Nuclear Inst. and 
Methods in Physics Research A, 581, pp. 728-754 (2007). 
[12]  R. Campana et al., “Imaging Performance of a large area Silicon Drift Detector for X-ray astronomy,” Nuclear 
Inst. and Methods in Physics Research A, 633, pp. 22-30 (2011).  
[13]  Y. Evangelista et al., this volume (2012) 
[14]  I. Donnarumma et al., this volume (2012) 
 
 
